[Estimation of regional cerebral blood flow with the gamma-camera (author's transl)].
Using a computerized gamma camera regional cerebral blood flow and regional cerebral blood transit time are measured after injection of Xenon 133 and Technetium 99m respectively into the internal carotid artery. Equipment, technical procedures and methodology are described. Typical cases are presented to describe the usefullness of this procedure.